[Primary accuracy limits of Isosit 10 composite after laboratory preparation].
A modern technique of restoring the anatomical shape of teeth by composite-onlays (Isosit-IO) has been investigated by electronic equipments and the results has been described. The border crevice produced by shrinkage due to polymerisation was found to be extremely small. Significant differences were found in the occlusal and vertical plane with 30 microns as average measuring value. Consequently the high clinically importance of this technique results of the material quality.